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SUPPLEMENTAL / BID BULLETIN 
 

UNIVERSITY OF THE PHILIPPINES MANILA 
The Health Sciences Center 

Bids and Awards Committee 1 
Taft Avenue, Manila 

Trunk Line No. 8554-8400 Local 3014/3015 

 
 

BIDBULLETIN NO. 2022-79 
8 July 2022 

 

for the Supply, Delivery, Installation, Testing and 
Commissioning of Two (2) Units Double Door Steam 

Sterilizer 
PUR22-03-0208 

 

Pursuant to Section 22.5.1 of the 2016 Revised Implementing Rules and Regulations of 
Republic Act No. 9184, the Bids and Awards Committee 1 is issuing this bid bulletin to modify 
or amend the following items in the Bid Documents in response to / to address the request / 
clarification of the prospective bidder/s who attended the pre-bid conference held on 27 May 
2022 
 
1. The following data should be modified in the Bid Data Sheet and Technical Specifications: 

Item 
No. 

From To 

 Specifications  

 
3.a 

Rotary Sealer 
Adjustable temperature minimum range of 
175C to 200C 

Rotary Sealer 
Adjustable temperature minimum range of 
175C to 200C 

 Terms and Conditions  

B.1 Project Completion Period (Delivery and 
installation): Within One Hundred Twenty 
(120) Calendar days after receipt of Notice 
to Proceed (NTP). The head of the 
procuring entity upon the 
recommendation of the civil works 
contractor of the ORSA may allow the 
installation to be delayed based on the 
progress of the civil works and connection 
to the existing MEPF system 

Project Completion Period (Delivery and 
installation):  Within One Hundred Twenty 
(120) one hundred eighty (180) Calendar 
days after receipt of Notice to Proceed 
(NTP). The head of the procuring entity 
upon the recommendation of the civil 
works contractor of the ORSA may allow 
the installation to be delayed based on the 
progress of the civil works and connection 
to the existing MEPF system 

C.4 Certified true copy of the Certificate of 
Distributorship for the last five (5) years. 
The principal and the local distributor 
must have been in business partnership for 
at least ten (10) years. 

Certified true copy of the Certificate of 
Distributorship for the last five (5) years. 
The principal and the local distributor 
must have been in business partnership for 
at least ten (10) five (5) years. 

C.6 The brand of the Offered equipment must 
have been installed in at least five (5) 
government and private hospitals in the 
Philippines. A list of the hospital and 
contact no must be submitted. 

The brand of the Offered equipment must 
have been installed in at least three (3) to 
five (5) government and private hospitals 
in the Philippines. A list of the hospital and 
contact no must be submitted. 

C.13 Proof that the manufacturer has presence 
in any country in Western Europe, 
US/Canada and Japan. 

Proof that the manufacturer has presence 
in any country in Western Europe, 
US/Canada and or Japan. 
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2. The following data should be modified in the Bid Data Sheet 

Item 
No. 

From To 

5.3.a 
Steam Sterilizer Medical Equipment 

 
3. The following data should be modified in the Schedule of Requirements 

 

From To 

Delivery should be done within One Hundred 
Twenty (120) calendar days commencing on 
the 3rd working day of notification through 
confirmed fax that the approved Purchase 
order/Contract is already available for pick-
up. 

Delivery should be done within One Hundred 
Twenty (120) one hundred eighty (180) 
calendar days commencing on the 3rd working 
day of notification through confirmed fax that 
the approved Purchase order/Contract is 
already available for pick-up. 

 
4. Clarification 

 

Item 
No. 

Query Response 

 Specifications  

7.b Control Panel 
Size: at least 7-inch 
 
The bidder is requesting to range the size of 
control panel to 5.7 – 7 inches 

Request denied.  During the pre-bidding 
conference held on May 27,2022, the end 
users requested the bidder to provide 
brochures and allow them to visit an 
installation site for them to evaluate the 
readability of information on a 5.7-inch 
user interface. The bidder, however, did 
not provide any information in order for 
the end users to properly evaluate their 
offered product.  

7 Rotary Sealer 
At least 10 m/min sealing speed 
 
The bidder is requesting to consider to delete 
the sealing speed of the rotary sealer or 
manufacturer standard. 

Request denied.  In as much as we would 
like to accommodate the request of the 
supplier, it would have been prudent for 
them to have written down what is their 
“manufacturer’s standard speed of 
sealing”.  Since a Rotary Sealer is a third-
party item and can be procured with third 
party suppliers, we will keep this 
requirement.  

 Terms and Conditions  

B.4 The suppliers agree to enter into a service 
level agreement with the Philippine 
General Hospital. Undertaking must be 
submitted. 
 
Bidder’s clarification if PGH will require an 
undertaking template or they can use their 
own template? 

PGH has a service level agreement 
template that is available with the Legal 
Office.  An Undertaking is required. 

 
This shall form an integral part of the Bid Documents. 
 
For the information and guidance of all concerned. 
 
 
~Original Signed~ 

Dean BIENVENIDO S. BALOTRO, RPh, DBA, MS 
Chairperson, Bids and Awards Committee 1 

Received by the Bidder: 
 
__________________________________ 
Signature over Printed Name 

 
__________________________________ 
Name of Company 

 
__________________________________ 
Date 


