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UNIVERSITY OF THE PHILIPPINES MANILA 

The Health Sciences Center 

BIDS AND AWARDS COMMITTEE 3 

 

Bid Bulletin No. 1 

25 November 2021 

 
Project Title:  Supply of Various Medical Equipment 

for the project “Project 1: Science- Based Research Hub Management Practice” 

 
 

(PR No. 14948) 

Notice is hereby given to all interested suppliers/prospective bidders of the following 

amendment/modification in the bidding documents for the above cited project: 

 
                   Particular              From To 

Technical Specification and 

Terms and Conditions 

 

None PLEASE SEE ATTACHED 

REVISED TECHNICAL 

SPECIFICATION AND TERMS 

AND CONDITIONS SUBMITTED 

BY THE END-USERS. 

 

2. All the other specifications, terms and conditions remain the same. 
 

3. This is posted at PhilGEPS www.philgeps.gov.ph 
 

For guidance and information of all concerned. 

 
 

 
TRISTAN NATHANIEL C. RAMOS, DDM, MPH 

Chair  

 

Received by the bidder:       

_______________________ 

      Company/Bidder: 

      _______________________ 

     Date: _________________  

http://www.philgeps.gov.ph/


25 November  2021  

TRISTAN NATHANIEL RAMOS, DDM, MPH  

Chair  

BAC 3  

UPM  

RE: Bidding for PR 14948  

Dear Prof. Ramos,  

We would like to inform you of the changes in some of the technical specifications in PR 
14948, which are:  

Equipment Changes 
ULTRA-LOW TEMPERATURE FREEZER  Added “Minimum” keyword to Volume 

 Deleted Capacity Requirement 

  

Biological safety cabinet, class II type A2  Added +/- 50mm values to internal and 
external dimensions 

 Inflow and downflow velocity changed to 
+/- 0.030m/s 

Benchtop centrifuge, refrigerated, with swing-out 

rotor 
 Added “Maximum” and “or higher” 

keyword to RPM and RCF 

 Added the unit “mL” to conical tubes 

 Added minimum range of 5.9A for 
amperes to accommodate 240V input 

 Added “or equivalent” to international 
regulatory standards 

Benchtop microcentrifuge, non-refrigerated, with 

angle rotor 
 Added “or equivalent” to international 

regulatory standards 
Single-channel pipettor sets, with stand  No changes. Please inform BAC that the 

specs are missing on their previous 
bulletin. This was asked by the bidders 
last meeting. 

Thank you very much,  

Respectfully yours,  

 
Benjamin P. Sablan, Jr., MD, MDM  
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